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Abstract
The assessment of rib bone fractures and lesions consists of many images that have to be thoroughly inspected slice-by-slice and
rib-by-rib. Existing visualization methods, such as curved planar reformation (CPR), reduce the number of images to inspect
and, in turn, the time spent per case. However, this task remains time-consuming and exhausting. In this paper, we propose a
novel rib unfolding strategy that considers the cross-sectional shape of each rib individually and independently. This leads to
shape-adaptive slices through the ribs. By aggregating these slices into a single image, we support radiologists with a concise
overview visualization of the entire rib cage for fracture and lesion assessment. We present results of our approach along different
cases of rib and spinal fractures as well as lesions. To assess the applicability of our method, we separately evaluated the
segmentation (with 954 data sets) and the visualization (with two clinical coaches).

CCS Concepts
•Human-centered computing → Scientific visualization; •Computing methodologies → Shape analysis; Image processing;
•Applied computing → Health informatics;

1. Introduction

Traumatic as well as oncological chest pathologies often require
a fast and precise assessment for treatment planning. As time is a
crucial aspect to minimize negative impacts to the patient’s health,
suitable visualization techniques are required. For an examination,
medical volume data is acquired, commonly computed tomography
(CT) data sets for these particular cases. These data typically consist
of thousands of axial sections or slice images, which have to be ana-
lyzed one-by-one, rib-by-rib and side-by-side. This is an exhausting
and time-consuming task that has to be thoroughly performed by
the referring physicians, since pathologies can be variable and in-
conspicuous if no dislocation is present or the fracture orientation is
parallel to the section orientation.

To reduce the number of images to inspect, maximum intensity
projection (MIP), a well-established visualization technique for med-
ical examinations, projects 3D information on a single image. In
CT data bone exhibits high intensity values, rendering MIP applica-
ble to detect rib bone fractures within the cortical bone layer only.
Fractures or lesions that leak into the spongy bone layer require
to inspect the interior of the affected bone. Since ribs are tubu-
larly shaped objects like blood vessels, similar techniques can be
applied to them, such as curved planar reformation (CPR) (see Sec-
tion 2) [KFW∗02, KFWG06]. These methods cut along the center-
line of a blood vessel to reveal its interior. To inspect the entire

lumen of a vessel, these cuts can be rotated around its centerline.
In a similar way, the Siemens syngo.via CT bone reading (sCTBR)
technique enables radiologists to inspect ribs through straightened
planar cuts, leading to a proper assessment of bone fractures and
lesions (see Section 3) . However, this approach still requires a sub-
stantial degree of interaction, making the analysis of pathologies a
time-consuming process.

Visualizing the entire rib cage in a single image would simplify
and accelerate the diagnosis of bone pathologies. In this work, we
present a prototype (see Section 4), which visualizes the entire rib
cage unfolded and aggregated into a single image. Concisely, our
contributions are:

• A segmentation of the ribs and vertebrae, including the separation
of the cortical (hard bone) and spongy (soft tissue) layers,

• Two unfolding approaches: radial and shape-adaptive,
• A slab rendering projection technique for dimensionality reduc-

tion and highlighting of different rib and spinal pathologies, and
• A standardized and obstruction-free anatomical layout.

We implemented our prototype in the Siemens syngo.via frontier
application framework (see Section 5) and show several cases of
rib/spinal fractures and lesions (see Section 6). We evaluated the
stability and accuracy of our unfolding approach (see Section 7) and
conclude our work with future remarks (see Section 8).
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2. Related Work

The technique proposed in this work combines several aspects of
MIP, CPR and curvicircular feature aggregation (CFA). The goal is
to provide an overview of the entire rib cage or the spine to support
clinicians during the assessment of bone fractures and lesions.

Curved planar reformation. Commonly, volumetric medical
data are explored using planar cuts. Most widespread are axis-
aligned slice views, such as the axial, coronal or sagittal slices. Since
they present the data unchanged to the physician, they are an integral
part of medical reporting and visual assessment. Nevertheless, their
inspection is a time-consuming process that can be accelerated for
specific anatomical structures, e.g., blood vessels or bones. To in-
spect the interior of a single blood vessel, curved planar reformation
(CPR) has been introduced [AMRB98, KFW∗02, AMB∗13] with its
extension to multiple blood vessels, referred to as multi-path curved
planar reformation (mpCPR) [KFW∗02, KFWG06]. By creating a
curved cut along a vessel’s centerline, the lumen of a blood vessel is
revealed without any obstruction. In order to review the entire blood
vessel for potential stenoses, the lumen has to be inspected from all
viewing directions, i.e., the CPR has to be rotated around the cen-
terline – increasing the number of images to inspect. Curvicircular
feature aggregation (CFA) addresses this aspect by casting circu-
lar rays, starting from the centerline point, outwards, and applying
different projection techniques, such as MIP or minimum intensity
projection (MinIP) [MMV∗13]. This captures the whole lumen of a
blood vessel within a single image. In case of CT angiography data,
the former projection depicts calcification and the latter soft plaque,
both indicators for stenotic regions. However, CFA assumes that
vessels mainly exhibit circular cross-sections. Motivated by their
method, we extend it to arbitrary cross-sectional shapes and different
application scenarios, such as rib fractures and spinal lesions.

Unfolding. In order to provide an obstruction-free view of rele-
vant 3D anatomical structures (e.g., skull [RSS∗10], ribs [RLT∗15],
heart [TBB∗07], placenta [MMK∗17]), they have to be unfolded.
If such a 2D view is further standardized, inter-patient comparison
is favored. Kretschmer et al. [KST∗14] consider the entire shape
of an object for their anatomy-driven reformation (ADR). To re-
duce distortions during an as-rigid-as-possible transformation and
support objects of different shapes, they use the harmonic triangu-
lation by Floater [Flo97]. Marino and Kaufmann [MK16] describe
an approach thats flattens the surface of vascular structures without
self-intersections and obstructions. Kaftan et al. [KKW∗14] use
virtually straightened CPRs for rib fracture assessment. By rotat-
ing around each rib’s centerline, which has been detected using
deformable template matching [WLP∗12], a fracture can be quickly
spotted. To retain the spatial context, they arrange the ribs in an
anatomical layout, with the spine in the center. Despite reducing
information to several CPR images, their number is still large for
all the ribs. Motivated by this fact, our technique overcomes this
problem by proposing a single image for rib fracture assessment.
Termeer et al. [TBB∗07] present a standardized representation of the
myocardium, called volumetric Bull’s eye plot. It allows physicians
to assess the distribution of scar tissues, although the structure of the
myocardium might locally vary across different patients. The my-
ocardium is unfolded into a cylinder such that samples of a particular
slice, which exhibit a certain distance to the epicardium and endo-

cardium, are arranged into a circle. Miao et al. [MMK∗17] describe
a technique for unfolding the surface of the human placenta in utero
into two sides: the maternal and fetal sides. Both are represented as
circles in order to mimick the conventional ex vivo inspection of the
placenta. Ringl et al. [RSS∗10] unfold the human skull to quickly
spot skull fractures using a curved MIP. Saroul [Sar06] investigated
geometrical properties of 3D surfaces projected into 2D space, such
as distortions. It is essential for physicians to know the amount of the
introduced distortions, e.g., for distance measurements on flattened
surfaces. As we map the ribs to a rectangular region of fixed height,
the distortion increases the farther we slice into the ribs.

Anatomical layouts. With increased abstraction of a visualiza-
tion, the spatial context usually deteriorates. To counteract this prob-
lem, several layouts for different anatomical regions have been pro-
posed. Borkin et al. [BGP∗11] describe a layout for vascular struc-
tures. By unfolding and straightening the surface of the coronary
arteries and simultaneously encoding the endothelial shear stress, a
concise overview of the vascular system is provided. However, this
layout can be quite elongated, depending on the length of the blood
vessels. For the investigation of peripheral arterial occlusive dis-
eases of the human lower extremities, Mistelbauer et al. [MMV∗13]
propose a layout with the aorta being in the center and extending left
and right according to the respective branch. Sorger et al. [SBS∗13]
introduce a layout for assessing the neural circuit of a fruit fly along-
side an abstract view of the underlying brain.

3. Medical Background

Bone fractures and oncological lesions are most common patholo-
gies in the human thorax. A correct diagnosis of these diseases is
important to implement the necessary treatment.

Rib bone fractures often occur after a blunt thoracic trauma and
immediate care is required, also due to possibly damaged surround-
ing inner organs [ZA94, KMU∗12]. The distribution of the fracture
and number of broken ribs influence the posttraumatic complica-
tions and the mortality [BHL∗14]. Hence, it is of medical relevance
to correctly detect rib pathologies in a time-efficient manner and to
implement the proper treatment [BSO∗15]. Schulze et al. [SHS∗13]
distinguish between different types of fractures, depending on which
cortical bone lines are affected (see Figure 1). When both cortical
lines are interrupted, it is referred to as complete fracture. A partial
fracture is described by only one interrupted line and referred to as
inner and outer cortical fracture, respectively. If the interrupted line
is pinched, it is referred to as buckle fracture [YLO11].

(a) Complete (b) Partial (c) Buckle

Figure 1: Different types of rib bone fractures. (a) shows a complete
fracture, (b) a partial fracture, and (c) a buckle fracture.
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(a) Osteolytic (b) Osteoblastic

Figure 2: Two different types of bone lesions. (a) shows osteolytic
lesions that successively destroy the bony tissue. These lesions can
be located in both bone layers (cortical & spongy). (b) demonstrates
the behavior of an osteoblastic lesion. It starts inside the bone and
grows bony tissue until the bone breaks due to the increased stress
induced by the lesion.

Oncological lesions in the ribs or vertebrae are usually spread
metastases of a cancer. These metastases can occur in bones
as osteolytic (bone resorbing) or osteoblastic (bone forming) le-
sions [OL12, KW15]. Osteolytic metastases (see Figure 2a) are
with 75% the most common bone metastases in the human thorax.
These lesions stimulate directly or indirectly the osteoclastic activ-
ity, resulting in bone resorption [GMC∗06]. In their early formation
phase, the bone membrane degrades. Consequently, tumor cells
produce hormones that stimulate the osteoclasts, continuing bone
resorption. This endangers the stability of the whole human thorax,
a potientially lethal development for a patient. Osteoblastic metas-
tases (see Figure 2b) are usually present in prostate cancer [MS11].
This cancer metastasizes to the rib cage and locally remodels the
normal bone structure. This process is unordered and has an unstruc-
tured micro-architecture, leading to a reduced bone stability, which
increases the risk of fractures and potential lethal injuries of inner
organs [GMC∗06]. Consequently, an accurate detection of the tumor
stage significantly impacts the prognosis and decision of the proper
therapeutic method [HMD∗15].

4. Methodology

In order to aid physicians during bone fracture and lesion assessment,
we propose a standardized visualization of the entire rib cage and
spine. The workflow of our procedure (see Figure 3) consists of
the following four steps: segmentation, smoothing, unfolding and
visual mapping. Firstly, the ribs or vertebrae are segmented and
separated into their cortical and spongy bone layers. In the second
step, these segmented parts are smoothed by a novel resampling
strategy. Thirdly, each rib or vertebra is unfolded and, in the final
and fourth step, combined into a standardized visualization by using
common projection techniques to highlight potential pathologies.

Our approach requires the centerlines of either the ribs or the
spine as input. These 3D curves are then equidistantly sampled –
following the Nyquist-Shannon theorem – to compute the local
coordinate frame at each of these 3D spatial positions. Additionally,
the bounding boxes of the vertebrae are retrieved from the sCTBR
module of the software framework where our technique has been
implemented. All ribs and vertebrae are annotated with their correct
anatomical position.

1: Input Data Set

2: Rib Unfolding Algorithm

3: Rib & Vertebra Segmentation

4: Smoothing

5: Unfolding

6: Visual Mapping

7: Single Image

3D

3D

3D

3D

3D 7→ 2D

2D

2D

Figure 3: Our workflow for bone fracture and lesion assessment.
Having an input data set loaded, the subsequent rib unfolding algo-
rithm [RLT∗15] provides the required centerlines and coordinate
frames. After segmenting the ribs and vertebrae, specifically their
cortical and spongy bone layers, their segmentation is smoothed
and unfolded. By visually mapping them to an anatomical layout,
we retain spatial context.

4.1. Rib & Spine Segmentation

Bones typically consist of two layers, the hard (cortical) and soft
(spongy) tissue. Certain pathologies affect only one layer, such as
oncological lesions. If we would not distinguish between the two
bone layers, these pathologies could be missed during an exami-
nation. To avoid such diagnostic errors, physicians usually check
up with slice views, which is again a time-consuming task. Our
approach accounts for this by segmenting both bone layers.

Before we start segmenting the cortical bone layer, we define the
region-of-interest to fit only the ribs and spine, neglecting the other
parts of the input thoracic volumetric data set. We further divide
the ribs into outward (anterior) and inward (posterior) parts. The
former ones contain the ribs only, whereas the latter ones include
the vertebrae and the origins of the ribs. These two parts are sepa-
rated by the bounding box around the vertebrae to prevent the rib
segmentation algorithm from leaking into the spine. However, the
same phenomenon occasionally occurs for the sternum. We solve
this problem by extruding the bounding box anterior to the extent of
the data set to definitely include the sternum.

We employ 3D region growing using 6-connectivity, which per-
formed best throughout all our conducted experiments, for segment-
ing the cortical rib bone layer. Starting with the outward part, we
use the equidistantly sampled points along the rib centerlines as
seed points, but locally shift them upwards and downwards along
their respective upvectors, starting from the centerline point. The
length of the shift is limited by half the maximum rib thickness
(38 voxels throughout all our examples and results), which guaran-
tees at least one contact point with the cortical bone. Since certain
pathologies, such as osteoblastic lesions, exhibit a similar intensity
range – Hounsfield units (HU) in our case – we have to specify the
threshold value for the inclusion criterion of the region growing
rather strict, e.g., a lower threshold value of 400 HU that only de-
scribes the cortical bone. For the inward parts of the ribs, we use
region growing again. However, in this case, it leaks into the verte-
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(a) Cortical bone (b) Spongy bone

Figure 4: Segmentation of the cortical and spongy rib bone layers.

brae. Model-based segmentation techniques might be more suitable
for this task. The inward and outward parts are then connected using
a logical or operation (see Figure 4a).

The separation of the spongy rib bone layer from the cortical
one is achieved by a morphological closing operation of the cortical
bone. This closes the entire cortical bone region as well as the
open connection with the sternum. We chose a spherical structuring
element of radius 11 voxels to ensure completely enclosing the
cortical bone. In order to separate the spongy bone now, the closed
image will be masked with the segmentation mask of the cortical
layer using a logical xor operation. This results in a binary mask
of the spongy and the cortical bone layers. To obtain the original
intensity values, this binary mask is used to access the input data set
(see Figure 4b).

For segmenting the vertebrae of the spine, we employ a method
similar to the rib segmentation. To avoid oversegmentation, we limit
the region growing to a bounding box that contains the entire verte-
bra that we want to segment. The seed points for the segmentation
are obtained from the centerline that goes through the body of the
vertebra. For segmenting the cortical bone layer of the vertebra, we
use the same threshold value as for the ribs. However, a separation
of the cortical and spongy bone is not possible due to the noise and
limited contrast of the CT data. The reason for this could be the
anatomical function of the osteoclasts in the spine. They create a
formation of cortical bone structures, represented as branches of
cortical bone in the direction to the cortical bone layer [May16].
Consequently, we use a morphological closing operation to segment
the complete vertebra.

4.2. Smoothing

The segmentation of the cortical and spongy rib bone layers exhibits
strong terrace artifacts (see Figure 5a). They originate in the re-
construction algorithm of the raw CT data [Her09], as it is limited
by the pixel matrix of the output image (commonly 512× 512 or
1024×1024). Another source is the angle between the normal vec-
tor of the axial slice plane and the rib direction. The larger this angle,
the stronger pronounced are these artifacts [BHP06].

As these artifacts affect the subsequent unfolding algorithm
(see Figure 3), we address this problem by upsampling the seg-
mented structures. We compute the intensity values at the new voxel
locations using cubic interpolation of existing voxels (see Figure 5b).
Alternatively, linear or Lancosz interpolation could be used, but they
result either in decreased accuracy or in longer computing times.
After analyzing several data sets, we empirically chose a scale factor
of three along all axes for upsampling.

(a) Original (b) Upsampled

Figure 5: Comparison between the normal rib voxel structure (a)
and the upsampled image (b).

4.3. Unfolding

After segmenting the cortical and spongy bone layers of the ribs, they
have to be unfolded in order to provide physicians with a suitable
overview image for their diagnosis. To assess a bone fracture or
lesion, the entire structure of the bone has to be captured for visual
analysis of either the cortical layer or the spongy layer, or even
both simultaneously. Ringl et al. [RLT∗15] chose a CPR for rotating
around the ribs’ centerlines to assess the entire bone structure. As
this results in a lot of images to analyze, we aim to reduce them to
only a single one. This further removes any required interaction and
offers a standardized view of the patient’s rib bones for fracture or
lesion diagnosis. As the subsequent unfolding can be analogously
applied to the vertebrae without any adaptations, we only describe
it on the basis of the ribs.

Motivated by Mistelbauer et al. [MMV∗13] for radially sampling
a tubular structure, we create radial slices in cross-sections per-
pendicular to the centerline, starting from the centerline outwards
(see Figure 6a). Instead of aggregating these radial slices into a
single value, we unfold them to a specific length. This length can be
specified by the user and is constant across all ribs. The concentric
radial slices are propagated until their diameter exceeds a maximum
extent (38 voxels, around 2–3 cm for different voxel resolutions),
which we estimated across 300 data sets. This should ensure that
the entire bone is captured, as it is preferred to capture more than
not enough. Once unfolded, we get a 3D stack of 2D slice images.
Their combination into a single image is described in Subsection 4.4.
However, radial slices do not adapt to the elliptical shape of the rib
bones, resulting in empty regions when leaving the ribs, especially
with increasing radii. These regions appear dark due to the lower
intensity values of the tissue surrounding the ribs, leading to a se-
vere deterioration of the visualization, as demonstrated in Figure 6a
along the images with z = 4 and z = 5.

We tackled this problem with shape-adaptive slices. In contrast
to the structure-aware slicing proposed by Miao et al. [MMK∗17],
we do not employ a distance field for computing the slice, but
rather a ray-casting approach. Since the ribs are segmented, their
cross-sectional shape is known. By shooting rays – originating at
the centerline – outwards, each ray measures the length until it
leaves the cortical bone layer of its corresponding rib. This length
is then subdivided by a user-specified number of samples (z-axis),
for each ray independently. This leads to a sparser sampling of
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Figure 6: Comparison between our two different unfolding approaches. (a) shows concentric radial slices starting from the centerline,
progressing outwards. At a certain radius, the slices leave the ribs in some regions, reflected by alternating dark areas in the image (z = 5).
(b) presents the shape-adaptive slices. By computing independently for each ray the position when it leaves the cortical bone, the distances of
consecutive samples are different between rays. The resulting slices adapt to the shape of the rib bones and do not exhibit any artifacts.

longer rays and a denser sampling of shorter ones. Samples with the
same indices across all rays are then connected to form the shape-
adaptive slices (see Figure 6b). Each of these slices is subsequently
unfolded to a rectangle of fixed height (= number of rays, y-axis),
again leading to a 3D stack of 2D slice images. As this approach
approximates the shape of the ribs well, it provides an artifact-free
visualization even of slices at the boundary of the ribs.

4.4. Visual Mapping

Once we have unfolded all slices of the ribs or spine, we obtain sev-
eral 3D stacks of 2D slices. To reduce and simplify the interaction,
we propose two approaches. Firstly, we reduce the number of slices
to a single image using projection techniques such as MIP or MinIP.
Secondly, these resulting images are arranged in a standardized
anatomical layout that reflects the anatomy of the relevant object of
interest (see Figure 7). Both aspects are subsequently explained.

For every slice of each rib/vertebra (see Figure 6) we retrieve
a rectangle, where the length of the rib/vertebra or its centerline
is mapped to the width (x-axis) and the number of rays to the
height (y-axis). Since all ribs/vertebrae have the same number of
shape-adaptive slices (z-axis), we employ a slab rendering using
different projection methods, each with its own important aspects
relevant for diagnosis. This reduces the number of images to inspect

from several shape-adaptive slices to a single image per rib or ver-
tebra, avoiding slicing through the entire 3D image stack [PB14].
When using MIP (see Figure 9b) in conjunction with the cortical
bone layer only, one can clearly identify complete and partial frac-
tures, but not lesions. The latter are revealed when using the spongy
bone layer, either with MIP for osteoblastic lesions or with MinIP
for osteolytic lesions.

Dislocated complete rib bone fractures potentially lead to improp-
erly defined centerlines, causing the CPRs of the ribs to overlap in
the conventional visualization (see Figure 8a). To avoid this prob-
lem, we decided for a fixed layout of the unfolded rib visualizations,
while retaining the anatomy of the entire rib cage as spatial context
(see Figure 8b). The ribs are arranged on the left (patient right)
and right (patient left) side of the image respectively, resembling
a vertical layout (see Figure 7a). This results in a standardized vi-
sualization, where every unfolded and aggregated rib has its fixed
position, even across patients. By associating a unique index with
each unfolded rib bone, the 3D position of the cursor can be deter-
mined to link the visualization with a conventional slice view. This
view offers a general reading protocol of the image.

The layout of the spine is implemented by individually unfolding
each vertebra and horizontally arranging them within the final image
(see Figure 7b). The vertebrae are ordered with the anatomical
superior on the left side and the anatomical inferior on the right side.
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Figure 7: Visual mapping of ribs and vertebrae to a standardized
layout. (a) presents the anatomical layout of the ribs. Every rib is
independently unfolded to a fixed height (y-axis, number of rays)
and variable width (x-axis, centerline length) and placed at its
corresponding anatomical position. (b) shows the layout of the
vertebrae. Analogously to the ribs, each vertebra is unfolded, but
placed from left (superior) to right (inferior).

5. Implementation

Our visualization approach is integrated in the Siemens syngo.via
Frontier Development Kit. This includes the standard MeVisLab
development environment [RBH∗11] with extended components
of the syngo.via Frontier application framework. By using this
framework, our prototype resembles a common medical application
with the standard user interface design and components, including
a development documentation. This prototype can be uploaded to
the Frontier server, which is the research data base. Furthermore, a
connection between the research platform and the clinical workflow
allows clinical partners to immediately evaluate such prototypes.
Their feedback can then be incorporated into an improved version of
the prototype. All frontier prototypes are only allowed for research
purposes and not for the clinical routine [Sie16].

6. Results and Discussion

In this section, five cases are presented. The first two cases represent
different types of rib bone fractures, whereas the following case
shows an oncological lesion visualized by our rib unfolding algo-
rithm. The remaining two cases demonstrate how our visualization
performs for spinal fractures and metastases. Eventually, we discuss
limitations of our visualization technique.

Rib bone fractures are presented in Figure 8 and Figure 9. A case
with multiple complete rib fractures (highlighted with red circles) is
presented in Figure 8. All fractures are complete, discernible due
to their darker vertical intensity value variations throughout their
respective entire rib and well perceivable in both MIP (see Figure 8b)
and MinIP (see Figure 8c). Figure 9 shows a case with different
partial and buckle fractures (highlighted with red circles). They can
be discerned by a partially dark vertical intensity value variation,
which does not stretch along the entire height of the unfolded rib.
Since fractures are again investigated, some might be missed when
solely inspecting a MIP of the cortical and spongy layer together.

As demonstrated in Figure 9b with a MIP of the cortical layer only,
two more fractures are revealed.

Osteoblastic rib bone lesions are demonstrated in Figure 10.
They manifest as bright spots within the unfolded rib visualization.
As the cortical rib bone layer exhibits rather high intensity values,
the contrast between the lesions and the bone background deterio-
rates (see Figure 10a). It is therefore recommended to exclude the
cortical bone and utilize the spongy layer solely. As presented in Fig-
ure 10b, the lesions are more prominently visible. To distinguish
between the two types of lesions (recall Section 3), different projec-
tion methods can be used. The bright osteoblastic lesions are well
captured by a MIP. The bone absorbing osteolytic lesions usually
occur as dark regions in the unfolded image. Consequently, they are
well highlighted by a MinIP.

Spinal fractures are well depicted within our unfolded anatom-
ical layout, as shown in Figure 11a (highlighted with red circles).
They manifest as deformed dark regions in our unfolded visual-
ization. Osteoblastic and osteolytic spinal lesions are presented
in Figure 11b. Analogously to rib bone lesions, the bright ostoblas-
tic or the dark osteolytic regions can be highlighted with MIP and
MinIP, respectively.

Our visualization approach has some limitations, which are dis-
cussed in the following. The segmentation of the inward rib part
can be improved, as it currently leaks into the spine. A more precise
segmentation would also improve the extraction of the centerlines,
as they are prerequisites of our approach and we currently rely on
the sCTBR for extracting them. In case the centerline or the required
bounding box around the vertebrae is not properly determined or
even missing, some parts of the bone cannot be segmented or un-
folded and remain empty in our visualization. Our shape-adaptive
slicing currently handles only convex shapes; concave ones have to
be handled with care. One could initially compute a distance field
and then adapt the distances to the boundary to the desired number
of slices. Furthermore, a medial surface might be considered instead
of a medial axis or centerline. However, we did not encounter any
concave cross-sectional shapes in all our tested data sets, neither in
the ribs nor in the vertebrae.

7. Evaluation

In order to assess the applicability of our approach, we separately
evaluated the segmentation and unfolding. We tested our segmenta-
tion with a large number of data sets and consulted clinical coaches
for the unfolding. Subsequently, we explain the outcome of both.

To evaluate the reliability of our segmentation algorithm, we
conducted a quantitative comparison of 954 data sets. These data
were acquired with different CT scanners, scanning parameters,
and reconstruction kernels, in order to respresent the wide variety
that occurs in clinical practice. Consequently, an independent test
series is warranted, since the slice thickness has been additionally
varied between 0.5 mm and 5 mm. As a ground truth segmentation
has not been readily available, our evaluation provides an informal
assessment of the stability and confidence of our algorithm. In
consideration of the given data sets, 872 (91.4%) could be properly
segmented and unfolded. In 60 data sets (6.3%) some ribs remained
missing, due to improperly segmented centerlines of the sCTBR.
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CPR

(a) Conventional layout

MIP Cortical
Spongy

(b) Anatomical layout

MinIP Cortical
Spongy

(c) Anatomical layout

Figure 8: Case with multiple complete rib bone fractures. (a) shows the conventional layout using CPRs of the sCTBR for assessing rib
fractures. Since the ribs are not unfolded to a fixed height, several ribs are overlapping (red circles), hindering the assessment. Our fixed
anatomical layout is presented in (b) using a MIP of both bone layers (cortical & spongy), whereas (c) displays a MinIP. All broken ribs (red
circles) are depicted with neither artifacts nor obstruction in our visualizations.
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Figure 9: Case with partial and buckle rib bone fractures. (a) shows multiple partial and buckle rib bone fractures using a MIP of both bone
layers (cortical & spongy). Since (b) presents a MIP that only uses the cortical bone layer, two more partial fractures are revealed. This
clearly demonstrates the advantage of having the possibility to inspect both bone layers together or separately.

In 22 data sets (2.3%) our algorithm did not achieve satisfactory
results, but the sCTBR did not deliver the required input beforehand.
The segmentation duration depends on the size of the tested data set
and is one minute on average.

We qualitatively evaluated our unfolding and visual mapping
by consulting two clinical coaches of Siemens Healthineers, who
are specialized in trauma and oncological diagnostic tasks. These
clinical coaches bridge the algorithmic prototype development with
the clinical partners. They define the clinical tasks and requirements
and focus on the appropriate execution of the functionality and al-
gorithm. These coaches tested our prototype for around one hour
with different data sets and compared their visual experiences with
the sCTBR. Both reported that our proposed visualization exhibits
the following benefits over the sCTBR: (I) Our approach could save
time for diagnosing fractures and lesions, and (II) regarding the
clinical workflow with our method, they were particularly confident
that only a few interaction steps are necessary to examine bones
more accurately. However, both coaches stated that an initial acco-
modation time is required to get familiar with our prototype. They
only critized the possible intrinsic image artifacts that could be mis-

interpreted as pathologies, but this can be interactively verified on
the original CT slices. Most of these artifacts might be reduced by
improving the sCTBR agorithm.

8. Conclusions and Future Work

We presented a novel visualization approach that unfolds objects in
a shape-adaptive manner. By considering the cross-sectional shape
of the ribs or vertebrae, we provide a single image for bone fracture
as well as lesion assessment. This approach reduces the required
amount of images to inspect, and accelerates the entire assessment
process. To this end, we support physicians with a fixed anatomical
layout of the unfolded ribs. As this layout is standardized, patholog-
ical cases can be compared even across patients.

In future work, we would like to improve both aspects, the seg-
mentation and visualization. Multiscale vessel enhancement filters
could be applied to the ribs as well, since they exhibit a similar
tubular shape-like structure. The visualization could be improved
by providing annotations of the respective ribs or vertebrae together
with their pathologies. Such a visualization could also be used as an
overview map for a diagnostic report.
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Figure 10: Case with multiple osteoblastic rib bone metastases. (a) presents a MIP of both bone layers (cortical & spongy) that highlights the
metastases with the surrounding cortical bone. (b) shows the same case, but with MIP considering the spongy layer only. Since the spongy
bone layer exhibits lower intensity values than the cortical layer, the metastases are enhanced even stronger.

MIP Cortical
Spongy

(a) Fractures

MIP Cortical
Spongy

(b) Lesions

Figure 11: Two cases with spinal bone fractures and metastases. (a) displays multiple fractures of different vertebrae using a MIP of both
bone layers (cortical & spongy). (b) shows several lesions, again using a MIP of both bone layers (cortical & spongy).
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